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Introduction
The rapid advancement of endovascular technology has allowed neurointerventionalists to treat complex cerebral aneurysms safely and effectively. Nonetheless, wide-necked and other complex intracranial aneurysms present unique challenges. Specifically, wide-necked aneurysms present a significant risk for prolapse of coils into the parent artery, which can result in devastating thromboembolic or ischemic sequelae [1] . Although sophisticated 3D coil conformations and balloon-assisted techniques allow many wide-necked aneurysms to be effectively treated with stand-alone coil embolization, there remains a large subset of complex, wide-necked aneurysms that can only be satisfactorily treated with the aid of an intracranial stent. Intracranial stents can be further subdivided into devices that are designed to assist coil embolization and those that are designed for stand-alone use as a flow diverter (e.g. Pipeline, Medtronic, Dublin, Ireland).
Since Higashida et al. first reported the placement of an intravascular stent for assistance with coil embolization of a ruptured intracranial aneurysm, stent-coiling techniques have been a cornerstone of the neurointerventionalist's armamentarium [2] . Several successive generations of stents have been developed. One of the most recently released stents is the Low-profile Visible Intraluminal Support device (LVIS and LVIS Jr., MicroVention-Terumo, Inc., Tustin, CA). The LVIS and LVIS Jr. devices are self-expanding, braided, closed-cell nitinol stents with threepronged, flared ends. The devices include radiopaque proximal and distal markers, as well as three radiopaque helical threads for complete visualization.
At this time, the LVIS and LVIS Jr. stents are approved by the U.S. Food and Drug Administration (FDA) under a Humanitarian Device Exemption (HDE) for unruptured, wide-necked (> 4mm or dome-to-neck ratio < 2), intracranial saccular aneurysms arising from parent vessels 2.5 to 4.5 mm. While the LVIS stent is typically recommended for vessel diameters 3 to 4.5 mm, the LVIS Jr. is recommended for vessel diameters 2.5 to 3 mm [3] . However, the low-profile nature of the LVIS Jr. stent allows for deployment of the device through a 0.017-inch inner diameter microcatheter, which facilitates access of smaller and more tortuous vessels than with earlier stent technologies.
We report our single-institution experience with the use of the LVIS Jr. stent in lesions arising from parent vessels 2.5 mm in diameter or less, both for the purposes of a stent-assisted coil embolization and stand-alone stenting for flow diversion.
Materials And Methods
We retrospectively reviewed records of patients treated with the LVIS Jr. device for intracranial aneurysms involving 1.8 to 2.5 mm parent arteries at a single center. Institutional Review Board approval with waivered patient consent was obtained at the University of California, San Diego. All patient identifying information was removed. This population included 18 consecutive patients with a total of 21 aneurysms over a one-year period between February 2015 and February 2016. The patient population included 13 women (72%) and five men (28%) of mean age 53 years (range 16-80). Median aneurysm dome size was 5.8 mm (range 2 to 25 mm). Only one aneurysm was treated in the setting of an acute rupture. Four aneurysms had undergone previous coiling or clipping treatment; three of these recurrent lesions had a remote history of rupture at the time of LVIS Jr. treatment. Aneurysms were located in both the anterior (n=12) and posterior (n=9) circulations. Three were fusiform in morphology, and one was a dissecting pseudoaneurysm ( Table 1) . Clinical and anatomic characteristics of patients treated using LVIS Jr. for intracranial aneurysms.
Number of patients 18
Female gender, n 13
Mean age ± SD, years 53 ± 18
Number of aneurysms treated 21
Number of stents deployed 20
Aneurysm characteristics, n Aneurysm status at embolization Prior to each elective procedure, patients were pretreated with five daily doses of aspirin (325 mg) and clopidogrel (75 mg), including on the day of the procedure. Aspirin and P2Y12 activity levels were checked immediately prior to the procedure to confirm therapeutic platelet inhibition. In the patient who presented with acute aneurysmal subarachnoid hemorrhage, antiplatelet agents were administered post-procedurally. All treatments were performed under general anesthesia with neuromonitoring. After vascular access was obtained, patients were administered a bolus of intravenous heparin (50 units/kg). Guide catheter position was established in either the internal carotid artery or vertebral artery for anterior or posterior circulation aneurysms, respectively.
All aneurysms were treated with a single LVIS Jr. device. Most aneurysms were treated with stent-assisted coiling either by jailing the coiling catheter with the stent using a dual microcatheter technique, or accessing the aneurysm for coiling through the interstices of the stent using a single catheter technique. Following treatment, patients resumed aspirin and clopidogrel on postoperative day one. Elective patients were discharged after overnight observation in the intensive care unit. Further care of patients who presented with aneurysmal rupture was determined by their overall clinical status. Patients were maintained on daily aspirin (325 mg) and clopidogrel (75 mg) for three months, followed by aspirin alone. Postoperative angiograms were typically performed three to six months after intervention to assess for any aneurysm residual or recurrence and to determine the quality of the treatment. All angiograms were reviewed and scored by a boardcertified neuroradiologist blinded to the type of intervention. Angiographic occlusion was graded by consensus scale for stent-assisted coiling or modified Raymond-Roy score for flow diversion [4] [5] . Good functional outcome was defined as mRS ≤ 2.
Results
Stent deployment was successful in 100% of cases (20/20) with no immediate complications. Seventeen aneurysms were treated with stent-assisted coil embolization with immediate complete occlusion in 94% (16/17) and consensus grade 1 (90% or greater occlusion) in one patient ( Table 2) . Four aneurysms were treated by flow diversion with stand-alone stenting, and complete occlusion at last follow-up was achieved in three of these cases (Figure 1 ).
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Discussion
Our initial experience with the LVIS Jr. stent demonstrated that the technology can be safely used in the treatment of intracranial aneurysms. Notably, LVIS Jr. can be safely deployed in parent vessels under 2 mm providing an endovascular treatment alternative for wide-necked aneurysms in distal vascular distributions that would previously be reserved for microsurgical clipping, including M2 middle cerebral artery (MCA), PICA, and pericallosal anterior cerebral artery (ACA) aneurysms. We observed no stent-related complications in patients who were compliant with dual antiplatelet therapy.
The LVIS Jr. stent possesses multiple technical advantages over existing intracranial stents. First, the 0.017-inch inner diameter of the stent deployment microcatheter is the smallest available stent delivery system, which is also the most commonly used catheter for coil embolization. We employed the widest variety of coils from any published series to date and observed no incompatibility. Furthermore, we found that the LVIS Jr. can be deployed through a conventional 0.0165-inch Stryker SL-10 microcatheter on an off-label basis. Second, the LVIS Jr. has three radiopaque strands along its entire length as well as three proximal and distal radiopaque markers, allowing the operator to visualize its expansion during deployment. Other intracranial stents only have markers at the proximal and distal tines.
Limitations of this study include its retrospective nature and the relatively small number of patients treated. However, our clinical results compare favorably to those observed in recent published series of LVIS Jr. [3, [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] [16] . The majority of published series include only short-term follow-up. Only two prior studies demonstrate midterm follow-up results over a duration similar to ours. Shankar et al. describe 100 patients with saccular aneurysms with a median of 12 months of follow-up, but had higher angiographic and clinical complications than observed in other series. Complications were not significantly associated with any identifiable factors in multivariate analysis, though it is possible that the less aggressive anticoagulation regimen of three months of aspirin (81 mg) and clopidogrel (75 mg), followed by only one medication, contributed to the high rates of thrombus formation, thromboembolic phenomena, and neurologic deficit [16] . Alghamdi et al. describe 40 patients followed for a median of 12 months with more favorable outcomes, but lesions in this series were only 2 to 13 mm in size [6] .
Notably, we describe the first cases to use LVIS Jr. for flow diversion, as well as the use of a single stent to treat multiple aneurysms arising from the same vessel. Due to its braided design, small interstices (cell size ~ 1.5 mm), and neck coverage surface area of approximately 18%, LVIS Jr. has flow-diversion properties that enable stand-alone treatment for aneurysms that are too small to coil or that arise from vessels that are too small to accommodate a traditional flow diverter. Although the higher area of metal coverage raises the possibility of in-stent stenosis due to neointimalization, this has only been observed in a minority of published series [3, 6] .
Conclusions
Our initial, single-center experience with the LVIS Jr. stent demonstrates this treatment modality is safe for use in parent vessel sizes below the suggested diameter with midterm clinical results suggesting durable aneurysm occlusion and absence of parent vessel compromise. Safe deployment in vessels under 2 mm expands the range of aneurysms treatable via an endovascular approach. LVIS Jr. radiopacity was sufficient to allow precise placement in fusiform cases, and surface coverage was sufficient as a stand-alone flow-diversion treatment for uncoilable blister aneurysms arising from small parent vessels. 
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